Ocular tissue characterization by RF-signal analysis: results and experience of a 4 year in vivo-study.
A technique for Radio-Frequency (RF)-tissue characterization with hand-held transducer in the 5-25 MHz frequency range was clinically tested during 4 years on ocular tissues, especially on membranes, and tumours of the inner eye.